HPLC samples were collected from the in-line setup at designated times of the day.  Whole samples, > 20 um and > 5um samples were collected by manually switching to different capsules filters on the in-line setup.  The samples were not collected until there was visual verification, via instrument readouts, that the water had cleared and switched over to the appropriate size fraction.  Water was then collected at the end of the in-line system and filtered immediately or stored in a dark and cold place until filtering could be done, within a few hours at most.
[bookmark: _GoBack]Samples were stored in a liquid nitrogen dewar until the end of the cruise and then send to Crystal Thomas, in a dry shipper, at NASA’s GSFC for analysis.
The results we looked over for qa/qc and then submitted to SeaBASS.
