
BB9 Report

Cruise: IML2010-19
Ship: C.C.G.S. Martha L. Black
Region: St. Lawrence Estuary and Saguenay Fjord
Dates: 19 May – 23 May, 2010

Instrument: ECOBB9, serial number: 361

The archived data was average-binned into 1m bins.

The instrument was also used concurrently to other optical devices (Hyper OCR, CTD, AC-9, ECO-VSF3, fluorometer and ECO-BB-9). A picture of the cage and the configuration settings are included in the documentation.


Table 1. Counts for dark correction
	Nominal Wavelength [nn]
	Average counts
	Standard deviation of counts

	412
	53.8676749
	1.27381647

	440
	57.3232514
	1.05504201

	488
	4123.76749
	0.42283485

	510
	56.7731569
	1.70159174

	532
	58.1928166
	2.04695483

	595
	65.1587902
	1.6310561

	660
	59.6502836
	1.30435057

	676
	49.3270321
	1.80614662

	715
	53.4612476
	1.45348039




The instrument was also used concurrently to other optical devices (Hyper OCR, CTD, AC-9, ECO-VSF3, fluorometer and AC-s). A picture of the cage and the configuration settings are included in the documentation.

