
AC9 Report

Cruise: IML2010-19
Ship: C.C.G.S. Martha L. Black
Region: St. Lawrence Estuary and Saguenay Fjord
Dates: 19 May – 23 May, 2010

Instrument: AC9, serial number: 278

The archived data was corrected average-binned into 1m bins.
Factory calibration temperature: 0. Temperature and salinity corrections applied using constant temperature 21 °C and constant salinity 17 psu.

Binned CTD data from Seabird SBE 9 is also archived in the file.

The instrument was also used concurrently to other optical devices (Hyper OCR, CTD, AC-s, ECO-VSF3, fluorometer and ECO-BB-9). A picture of the cage and the configuration settings are included in the documentation.

