R/V SAVANNAH CRUISE SAV05-23

Flow-through system sensor calibration information: 

SBE21 conductivity sensor

Calibration date: 04-01-04, PSS 1978: C(35,15,0) = 4.2914 Seimens/meter

CHIJ Coefficients:




g = -4.10323428e+000



h = 4.89774637e-001




i = 1.15649092e-003




j = -2.40457651e-005




CPcor = -9.5700e-008*



CTcor = 3.2500e-006*



(* = nominal )

ABCDM Coefficients:  

a = 2.20693283e-002

b = 4.63767927e-001

c = -4.08551891e+000

d = -9.54693167e-005

m = 2.2

CPcor = -9.5700e-008*

SBE21 Temperature Sensor, ITS-90 temperature scale

Calibration date:  01-01-04

ITS-90 Coefficients:  

g = 4.20771558e-003

h = 6.00854801e-004

i = 3.75182348e-006

j = -1.95959712e-006

f0 = 1000.0

SBE3 Temperature Sensor ("External" temperature)

Calibration date:  03-21-04

ITS-90 Coefficients

g = 4.31904848e-003

h = 6.44033596e-004

i = 2.31849093e-005

j = 2.27188951e-006

f0 = 1000.0

